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ABSTRACT 

T h i s  paper contains the detail  drawings which describe the physical 
design of the vacuum probe, which has been designated the "hand probe'' o r  
the " f i l t e r  probe", and a suggested protocol for  the repeated use of this 
i n s t r u m e n t .  Also included are  a discussion of how the probe's c r i t i ca l  
o r i f i c e  varies w i t h  atmospheric pressure and vacuum pressure and how small 
par t ic les  may be influenced by the sonic noise which i s  produced by the 
operation of the or i f ice .  
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INTRODUCTION 

The need for  a microbiological surface sampling device w i t h  the capa- 

b i l i t y  f o r  sampling relatively large areas which possess l i g h t  loading densit ies 

of microorganisms has prompted the development of the device known as the 

vacuum probe. 

i n  excess of 90% of the se t t l ed  microbiological foci ,  which are i n  the one 

micron s ize  range or larger, from a smooth surface(') w i t h o u t  harming the 

surface. 

c r a f t  must be sampled i n  ultra-clean environments. 

T h i s  device has demonstrated the a b i l i t y  to  repeatably remove 

T h i s  capabili ty can be appreciated when complexes such as space- 

T h i s  report has been written t o  present the detai l  engineering drawings 

of the combination of the vacuum probe and a membrane f i l t e r  holder known 

as the " f i l t e r  probe" and t o  discuss two interesting facets of the operation 

of the vacuum probe. The f irst  of these facets is  how the c r i t i ca l  condition 

of the probe's o r i f i ce  is varied w i t h  changes i n  ambient atmospheric pressure 

and changes i n  the vacuum pressure used to  operate the probe. 

topic includes a discussion o f  the sonic noise produced by the operation of 

the device and of the possible effect  of this acoustical energy on the 

removal of  bacteria-sized particies from d surface. 

s u p p l  ement t o  a previous report: 

Sampling of Surfaces: 

The  second 

T h i s  r e p z r t  i s  a 

"A New Approach to  the M i  crobi ol ogi cal 

The Vacuum Probe Sampler", SC-RR-67-114, March, 1967. 

PHYSICAL DESCRIPTION OF "FILTER PROBE" 

A complete assembly drawing of  the " f i l t e r  probe" is  shown i n  Fiqure 1. 

T h i s  device i s  a hybrid u n i t  consisting o f  ( 1 )  a special design for  the probe 

t i p ,  the conical section of the f i l t e r  housing, and the handle and ( 2 )  standard 
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commercial units f o r  the r i n g  clamp attachment and the base cap assembly 

of the f i l t e r  housing. 

a Gelman(') two inch s ta in less  steel  f i l ter  holder* (No. 2214) along w i t h  the 

copper mesh backing pad and the circular  f i l t e r  retaining r i n g ,  The r i n g  

The base cap assembly consists of the base cap from 

clamp which holds the f i l t e r  housing and provides the handle attachment is 

a Nester glassware clamp* obtained from Van Waters and Rodgers, Incorporated 

(Catalog No. 21657). 

F i g u r e  2 shows a detail  drawing of the probe t i p .  T h i s  t i p  can be con- 

structed from a number of different materials, b u t  Teflon has been found t o  

be the most sui table  since i t  offers a coefficient of f r ic t ion  of only 0.04 

on metal or p las t ic  surfaces. The o r i f i ce  can most easi ly  be made by forming 

the end of a section of c i rcu lar  cross section Teflon t u b i n g .  

A detail  drawing of the conical section of the f i l t e r  holder i s  shown 

The design of this section of the f i l t e r  holder was selected i n  F i g u r e  3. 

t o  allow the a i r  entering the conical section t o  expand as evenly as possible 

while keeping the in t e r io r  surface area a t  a minimum. The height of the 

conical section must be large enough t o  prevent the a i r  stream from having 

a velocity a t  the face of the membrane f i l t e r  great enough to  blow part ic les  

off the f i l t e r  and onto the housing walls. However, the height must no t  be 

so great t ha t  the internal surface area is excessively large, since this 

encourages greater impingement of par t ic les  on the walls rather than on the 

membrane f i l ter .  The design shown i n  Figure 3 was found to  be most nearly 

optimum fo r  a c r i t i c a l  flow rate  o f  1.5 to  2.0 standard cubic feet  per 

m i  nute. 

*This  comnercial u n i t  was used because i t  was available and because i t  f i l led 
the need. 
completely acceptable. 

Any other commercial equipment w i t h  similar properties would be 
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Figure 4 shows a detail  drawing of a simple handle attachment which 

f i ts  onto the f i l t e r  housing clamp. 

PROBE OPERATION PROTOCOL 

Listed below i s  a suggested series of steps to  follow when usinu the 

"f i 1 t e r  probe". 

I .  Ster i  1 i zati  on of the metal-tef 1 on probe assembly w i t h  openi ngs covered 

w i t h  a luminum f o i l .  

A.  Use dry heat of 160'C for two hours and allow to  cool. 

E. Or autoclave a t  1 2 1 O C  f o r  20 minutes and allow time to  dry. 

F i l t e r  loading techniques i n  a laminar flow clean room fac i l i t y .  

A. 

11. 

Unscrew base cap of f i l t e r  assembly and place cap on some s t e r i l e  

f ixture  such as an open mouth f lask w i t h  the open face up. 

B. Using a pair  of s t e r i l e  forceps, place a s t e r i l e ,  2" diameter, 

0.45 micron membrane f i l t e r  on top of the copper mesh backing pad 

which l i e s  w i t h i n  the base cap. Use of a colored membrane f i l t e r  

aids when colony counts are to  be made. 

Place the round f i l t e r  retaininq r ing  on top of the membrane f i l t e r  

w i t h  the f l a t  side of the r i n g  against the f i l t e r .  

Reassemble the f i l t e r  housing by placing the conical section on 

top of the base cap, which remains on top of the holding fixture, 

and screw the two together. 

C. 

D. 

111. Use of the f i l t e r  probe as a microbiological sampling instrument w i t h i n  

a laminar flow clean room o r  clean bench. 

A. Connect the exhaust terminal of the f i l t e r  housing t o  a vacuum 

source capable of 2.5 cubic f ee t  per minute under a vacuum of 20 

inches of mercury. To be assured of having a suff ic ient  vacuum 
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capacity to  operate the probe's o r i f i ce  i n  the c r i t i ca l  range, 

the following t e s t  may be used: Drill a small hole (1/16 inch 

diameter) i n  the conical section of the f i l t e r  holder on the upstream 

side of the membrane f i l t e r .  

such tha t  a manometer may be attached. 

the probe t i p  applied perpendicular t o  a smooth surface and w i t h  

the vacuum source applied. If the pressure indicated is  one-half 

atmosphere o r  less ,  then the o r i f i ce  i s  i n  the c r i t i ca l  range and 

the vacuum source is suff ic ient .  

Pass the probe t i p  over the surface t o  be sampled approximately 

fou r  times being careful t o  keep the t i p  perpendicular t o  the 

surface and making sure t h a t  each point of the surface is covered. 

Insert  a tubular f i t t i n g  i n  this hole 

Measure the pressure w i t h  

P l u g  hole before use. 

B. 

IV. Evaluation of probe data in a f i l t e r ed  laminar flow environment. 

A.  Place the probe against the holding f ixture  ( f lask)  w i t h  the 

base cap held f l a t  against the f ixture .  

remove the conical section of the f i l t e r  housing. 

Using s t e r i l e  forceps remove the retaining r ing.  

same forceps remove the contaminated membrane f i l t e r  and place i t  

on the agar surface of a par t ia l ly  f i l l e d  petri  d i s h  w i t h  the 

contaminated side up. 

After the f i l t e r  pad has become wet due to  i t s  contact w i t h  the 

agar, pour enough molten agar i n t o  the d i s h  t o  just cover the 

f i l t e r  and cover the petri dish. 

Place the petri  d i s h  containing the f i l t e r  i n t o  an incubator and 

incubate for  72 hours a t  3ZoC, making counts a t  each 24 hour interval ,  

i f  necessary. 

speci f i c type of t e s t  . ) 

Unscrew the base cap and 

B. Then, w i t h  the 

C. 

D. 

(Other incubation conditions may be desirable f o r  some 
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E. After the incubation period is complete, remove the d i s h  and cover 

the surface of the agar w i t h  a room temperature solution of 0.05% 

2,3,5 triphenyl tetrazolium chloride. T h i s  is  a dye which colors 

the colonies red and makes them easy to  recognize and count. Allow 

the dye t o  remain on the agar surface for  approximately 20 minutes 

(or  until the colonies are stained) before beginning t o  count the 

colonies. 

Count  the colonies and record the number along w i t h  the area, posi-  

t i o n ,  and type of surface which was sampled. 

F. 

V .  Assay of in te r ior  walls o f  the f i l t e r  housing. 

may impinge on the walls of the f i l t e r  housing, good practice may suggest 

tha t  the in te r ior  surfaces be sampled. 

the swab-ri nse technique. 

A. 

Since a few microorganisms 

One method which may be used i s  

After f i n i s h i n g  the sampling procedure and processing the f i l t e r ,  

swab one-half the in te r ior  wall w i t h  one wetted swab and the other 

half w i t h  another. Use cotton o r  calcium alginate swabs. 

B. Place cotton swabs i n  50 m l .  of 1% peptone water and the calcium 

alginate swabs i n  a 50 m l .  solution of 1% sodium c i t r a t e  i n  1% 

peptnne. 

Shake u n t i l  the cotton i s  f luffed or  the calcium alginate is  dissolved. 

Plate out appropriate aliquots of these suspensions and incubate 

along w i t h  the overlaid f i l t e r .  

C. 

D. 

VI. Care for  probe t i p .  

size of the t i p ' s  o r i f ice  is  very important, the s ize  of the or i f ice  

should  be checked w i t h  feeler gauges a f t e r  every 2-3 uses of the device. 

Since the teflon t i p  will wear down and since the 

11 



V 

DEPENDENCE OF THE VACUUM PROBE'S C R I T I C A L  
OR1 F I C E  UPON VACUUM PRESSURE AND ATMOSPHERIC PRESSURE 

As was s ta ted i n  the previous report on the vacuum probe, the e f f ic ien t  

operation of the probe is dependent upon the t ip 's  or i f ice  reaching the 

c r i t i ca l  condition a t  the desired airflow rate.  The condition called a 

c r i t i ca l  o r i f ice  represents the l i m i t i n g  case i n  which the velocity of the a i r  

passing through the constriction ceases to increase w i t h  further decreases 

i n  the downstream or i f ice  pressure provided the upstream o r i f i ce  pressure is  

held constant. 

simply the atmospheric pressure f o r  the area i n  which the instrument is  being 

In the case of the vacuum probe the upstream pressure is 

used. 

the o r i f i ce  reaches the cr i t i ca l  condition and since this may have an e f fec t  

on vacuum pump requirements, a ser ies  o f  t e s t s  were performed t o  determine 

the actual dependence involved. The  t e s t  setup which was used is  shown i n  

Figure 5. 

Since changes i n  atmospheric pressure do e f fec t  the flow ra te  a t  which 

The en t i re  ser ies  o f  t e s t s  was r u n  w i t h o u t  the membrane f i l t e r  i n  

place. 

As depicted i n  Figure 5 the technique used i n  these t e s t s  was to  pressurize 

(or  par t ia l ly  evacuate) a sealed aluminum container i n  which the vacuum probe 

t i p  was mounted perpendicular t o  a smooth s ta inless  steel  plate. 

of the a i r  i n  the container could be closely controlled by a d j u s t i n g  the 

The pressure 

regulated a i r  supply t o  some constant flow ra te ;  and therefore, any desired 

atmospheric pressure could be simulated. Since the ent i re  system was sealed, 

w i t h  the exception of the i n p u t  a t  the a i r  supply and the output a t  the vacuum 

pump, the airflow through the probe's o r i f i ce  could be measured by monitoring 

the steady-state flow into the sealed container. The Brook Flow-Meter used 

t o  monitor the airflow i s  a cer t i f ied primary standard w i t h  3% accuracy and 
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has calibration tables(3) w i t h  conversion charts for  operation a t  points 

other than standard temperature and pressure. 

was used to  measure the operating container pressure and the downstream probe 

o r i f i ce  pressure relat ive to  the atmospheric pressure of Albuquerque, New Mexico. 

(24.6 inches of Mercury). 

The Dwyer Mercury Manometer 

W i t h  the experimental setup which has been described a ser ies  of curves 

were empirically determined by varying the downstream or i f ice  pressure fo r  

several different  container pressures and several s izes  of or i f ices .  Figure 6 

shows how the air flow rate  through a c r i t i ca l  o r i f i ce ,  such as shown i n  

Figure 2 ,  varies w i t h  changes i n  the o r i f i c e ' s  downstream absolute pressure 

fo r  a ser ies  o f  s ix  different  upstream or  chamber pressures. The height o f  

this o r i f i ce  was 0.012 inches. 

saturation point of the airflow occurs a t  a downstream o r i f i ce  pressure which 

i s  approximately one-half the upstream o r i f i ce  pressure, and the flow rate  

a t  which saturation occurs becomes increasingly larger  for  increases i n  the 

upstream pressure. Figure 7 describes how the magnitude of the c r i t i ca l  

flow rate  will change w i t h  changes i n  the chamber pressure (atmospheric 

pressure) f o r  four o r i f i ce  s izes .  

o r i f i ce  pressure was kept a t  a value which was much less  than one-half the 

lowest chamber pressure. This quarantees that  operation is  well into the 

saturated portion of the curve. 

flow rate  has very nearly a l inear  dependence upon the container pressure 

(atmospheric pressure) may be seen. 

dependence of the flow rate  upon the o r i f i ce  height dimension is  approximately 

l i nea r  a t  any given  atmospheric pressure. 

As noticed from this s e t  of curves, the 

For this s e t  of curves the downstream 

From these curves the fact  tha t  the c r i t i ca l  

Also, for  the smaller s i ze  or i f ices ,  the 
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SONIC NOISE EXPERIMENTS 

W i t h  the vacuum probe's or i f ice  operating i n  the c r i t i ca l  condition 

the a i r  molecules are accelerated very rapidly from a slowly moving laminar 

s t a t e  just outside the t i p  t o  a very rapidly moving turbulent s t a t e  just 

inside the t i p .  

flow s t a t e  generates some amount of ultrasonic energy. 

release i s  r i g h t  a t  the o r i f i ce ,  there i s  a d i s t i nc t  possibi l i ty  that  i t  

could have some ef fec t  on the dislodging and removing of small particles from 

This rapid transit ion from a laminar flow s t a t e  t o  a turbulent 

Since this energy 

a surface. The f i r s t  step i n  investigating this problem was to  attempt t o  

obtain a frequency spectrum of the relat ive sound pressure levels produced 

by the operating or i f ice .  

Figure 8. 

probe t i p  must r e s t  against a surface while operating, the transducer could 

only be placed as close as 1.6 cm. from the tip-surface interface.  

used had the dimensions shown in Fiqure 2, and a c r i t i ca l  flow ra te  of  1.55 

standard cubic fee t  per minute (SCFM) was used. 

The t e s t  setup used for  this study is shown i n  

Due to  the s i ze  of the microphone system and the f ac t  that  the 

The probe 

The t e s t  setup shown i n  Figure 8 was mounted i n  an acoustically shielded 

rnom w i t h  5 very lnw hackground noise level above 135 Hertz. 

used were i n  another chamber which was well insulated from the t e s t  room. 

The vacuum pumps 

The results of these t e s t s ,  shown as a bandpass analysis of the vacuum 

probe's sonic noise, are presented i n  Figure 9. The abscissa of the graph 

is  graduated w i t h  a ser ies  o f  t h i r d  octave bandpasses, and the ordinate i s  

graduated i n  decibels ( d b )  w i t h  a reference of zero db equal t o  2 x dynes 

per square centimeter. 
2 pressure level (SPL)  with the reference Po = 2 x lod4 dynes/cm. 

Therefore, the ordinate represents a re la t ive sound 
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I f  one considers the bandpass from 35.5KHz t o  44.6KHz a SPL of approxi- 

mately 88 db i s  present a t  the point 1.6 cm from the probe t i p .  The sound 

pressure P may be calculated as follows4: 

I ergs 
IO sec. cm 2 B(db) = 10 log -with I in 

where I = -  P2 
20 c 

2 P i s  in dynes/cm. and  is the sound pressure 

3 p i s  i n  gm/cm. 

c i s  i n  cm./sec. 

P 88 db = 20 log  
2 

To o b t a i n  a re la t ive feel for  the effect  which this sound pressure may 

have upon a microorganism resting on a surface, several assumptions must be 

made. F i r s t ,  the microorganism i s  most probably affected the greatest  when 

the probe t i p  i s  very near. If  the source of the sonic noise behaves somewhat 

l ike  a point source, then the level will be proportional t o  the inverse square 

of the distance from the p o i n t  source. 

distance of  0.2 cm. from the center of the noise source has been selected. 

For the purpose of t h i s  example a 
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A t  a distance this close t o  the source the f a r  f i e ld  assumption of a point 

source is probably invalid, b u t  i t  s t i l l  provides an estimate. Extrapola- 

t ing i n  accordance w i t h  this square law t o  the distance of 0.2 cm., the sound 

pressure would be: 

2 p = (E) (5.02) = 322 dynes/cm. 
2 

Assuming tha t  a bacterial  spore i s  spheroidal w i t h  a diameter of one micron 

meters), the cross-sectional area A would represent the area on which 

the pressure wave would b e  applied and would be: 

8 2  Area = n r 2  = 0.785 x loe1’ m? = 0.785 x 10- cm. 

The force on one bacterium could then be: 

d nes 
cm . = P x A = 322 x 0.785 x cm? = 2.52 x lom6 dynes FT 

Further assuming tha t  the spore i s  lying on an incremental surface area which 

is  smooth relat ive to  the size of the spore and that  the vectorial force 

i s  applied a t  some 45 degree angle to  the horizontal surface increment, the 

resultant forces on the cell  are as shown i n  Figure 10. 

21 



= 2.52 X 10-6/2250 dynes 

FIGURE 10 

T h e  mass of a typical spore is  approximately 

force due t o  gravity is :  

grams(5); therefore, the 

= grams x 980 cm/sec. = 9.8 x 10-l' dynes 

T h e n ,  

Allowing a representative coefficient of f r i c t i o n  of 0.5, the  t o t a l  72s- 

t ra ining force would be 

IFR! = 0.5 x 1.78 x dynes = 0.891 x dynes. 

The magnitude of the force F2 would be 

1F21 = .707 IFT1 = 1.78 x dynes, 

22 



and the magnitude of the r e s u l t i n g  accelerating force would be: 

If  this accelerating force i s  approximately constant for  one-half the period 

of a wave w i t h  a frequency of 40KHz, the displacement a t  the end of the half 

period would be 

1 2 d = ~ a  t 

= 6.95 x cm. = 0.695 microns 

Considering a lOKHz pressure wave which shows a SPL of also very nearly 88 d b ,  

d = 0.5 x 8*91 x 2.5 x lo-' = 1.11 x cm. = 11.1 microns 
10-l2 

These very simpiiiied classical ca?cu!ations could be i n  e r ror  t o  e i the r  

extreme since such t h i n g s  as absorption and reflections of energies have no$ 

been considered. 

give some insight into the e f fec t  that  this energy might have on the vacuum 

probe's removal of microorganisms from a surface. From the calculations 

presented there is def ini te  evidence that  the microorganism could be a t  l ea s t  

dislodged, and possibly th i s  resul t  i s  a conservative one since an overall 

sound pressure level of 98 db was recorded for  the en t i re  frequency spectrum. 

However, this elementary routine was presented hopefully to 
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This could conceivably add an order of magnitude to  the displacements calcu- 

la ted,  as could other factors such as the angle of the incident energy and the 

distance o f  the par t ic le  from the probe t i p .  

CONCLUSION 

The material i n  this report was presented to  give the detai l  drawings 

of the " f i l t e r  probe'' so tha t  they could be manufactured by other groups 

having the necessary f a c i l i t i e s ,  t o  give a suggested protocol fo r  the 

probe's use, and t o  present the f i n d i n g s  of two experimental procedures. 

A s tudy designed to  determine the dependence of the vacuum probe 

c r i t i c a l  o r i f i ce  on operating pressures showed that  the saturation point of 

the airflow through the o r i f i ce  occurs a t  a downstream o r i f i ce  pressure which 

i s  approxiniately one-half the upstream or i f ice  pressure. 

f a c t  t h a t  the o r i f i ce  c r i t i ca l  airflow ra te  has approximately a l inear  

dependence upon the atmospheric pressure and the or i f ice  height dimension. 

Also seen was the 

A second study designed to  evaluate the levels of acoustical energy 

generated by the operating c r i t i ca l  o r i f i ce  has provided evidence of the 

possi b i  1 i tv o f  the energy bei ng great enough to  dislodge bacteri a-si zed 

par t ic les  from a smooth surface. 
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